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P atients with cardiac implantable electronic devices 
(CIEDs) require follow-up for monitoring of device 
function and for device adjustment to optimize 

arrhythmia management.1–4 Practice guidelines in Canada 
recommend that patients undergo routine follow-up assess-
ment of their devices at regular intervals (6 mo to 1  yr, 
depending upon the kind of device) to optimize device pro-
gramming where clinically appropriate.1–3 Follow-up should 
alternate between in-clinic and remote monitoring transmis-
sions in a 1:1 ratio.3 

Several early, predominantly single-centre cohort studies 
showed the potential benefits of remote monitoring for 
CIEDs,5–17 including significant reductions in the time 
required for device interrogation (with improved patient and 
clinician satisfaction), reductions in the number of inappro-
priate shocks delivered to patients with implantable cardio-
verter defibrillators (through earlier identification of lead or 
device failures) and earlier detection of atrial fibrillation and 
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Background: Outcomes for patients with cardiac implantable electronic devices are better when follow-up incorporates remote moni-
toring technology in addition to in-clinic visits. For patients with implantable devices, we sought to determine the feasibility, safety and 
associated health care utilization of remote-only follow-up, along with its effects on patients’ quality of life and costs.

Methods: This multicentre before-and-after pilot study involved patients with new or existing pacemakers or implantable cardioverter 
defib rillators. The “before” phase of the study spanned the period October 2015 to February 2017; the “after” phase spanned the period 
October 2016 to February 2018. The exposure was remote-only follow-up in combination with Remote View, a service that facilitates 
access to device data, allowing device settings to be viewed remotely to facilitate remote programming. Outcomes at 12 months were 
feas ibility (adherence to remote monitoring), safety (rate of adverse events) and health care utilization (remote and in-clinic appointments). 
We also assessed quality of life, using 3 validated scales, and costs, taking into account both health care system and patient costs.

Results: A total of 176 patients were enrolled. Adherence (defined as at least 1 successful remote transmission during follow-up) 
was 87% over a mean follow-up of 11.7 (standard deviation 2.2) months. There was a reduction in in-clinic visits at specialized sites 
among patients with both implantable defibrillators (26 v. 5, p < 0.001, n = 48) and pacemakers (42 v. 10, p < 0.001, n = 51). There 
was no significant change in visits to community sites for patients with defibrillators (13 v. 17, p = 0.3, n = 48). The composite rate of 
death, stroke, cardiovascular hospitalization and device-related hospitalization was 7% (n = 164). No adverse events were linked to 
the intervention. There was no change in quality-of-life scales between baseline and 12 months. Health care costs were reduced by 
31% for patients with defibrillators and by 44% for those with pacemakers.

Interpretation: This pilot study showed the feasibility of remote-only follow-up, with no increase in adverse clinical outcomes and no 
effect on quality of life, but with reductions in costs and health care utilization. These results support progression to a larger-scale 
study of whether superior effectiveness and reduced cost can be achieved, with preservation of safety, through use of remote-only 
follow-up. Trial registration: ClinicalTrials.gov, no. NCT02585817 
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ventricular arrhythmia events.7 Benefits in relation to heart 
failure management have also been shown. 

In patients with pacemakers, 2 multicentre randomized 
trials showed an increase in detection frequency of adverse 
clinical events and a reduction in reaction time to those events 
by remote monitoring.18,19 In patients with implantable 
cardio verter defibrillators, 4 randomized trials have assessed 
the efficacy of remote monitoring for reduction of in-clinic 
visits and earlier detection of clinical events without decreas-
ing patient safety.20–23 All of these studies used a blended 
model to follow patients, and none of them used a remote-
only follow-up scheme.

Although remote monitoring technology is currently avail-
able for patients with access to a landline or mobile phone, its 
use has been inconsistent in Canada. As of 2013, only 8500 of 
a potential 120 000 patients with devices had been enrolled in 
a remote monitoring program.24 This technology is in wide-
spread use around the world;25 in Canada, it is used primarily 
for implantable defibrillators and not for pacemakers.26 Some 
patients may have difficulty attending a specialized device 
clinic in Canada because of geographic distance, burdensome 
cost of travel or constraints on access. In this pilot study, we 
sought to evaluate the feasibility, safety and utilization of a 
remote-only patient management system, along with its 
effects on patient quality of life and costs, which would reduce 
the need for in-clinic follow-up at specialty sites for patients 
with CIEDs.

Methods

Setting and design
We undertook this before-and-after pilot study to assess the 
feasibility, safety and health care utilization associated with a 
remote-only monitoring system for patients with Medtronic 
CIEDs. The study took place between October 2015 and Feb-
ruary 2019. Patients were enrolled in the study between Octo-
ber 2016 and February 2018. For each patient, the “before” 
phase started 1 year before enrolment (i.e., October 2015 to 
February 2017), and the “after” phase began on the day of 
enrolment and lasted for 12 months (i.e., until February 2019 
for those enrolled at the end of the enrolment period). 

We planned to conduct this study at 5 Canadian centres 
with cardiac electrophysiologists on site: the Queen Eliza-
beth  II Health Sciences Centre, Halifax; the Royal Jubilee 
Hospital/Victoria Cardiac Arrhythmia Trials, Victoria; the 
CK Hui Heart Centre, Royal Alexandra Hospital, Edmonton; 
the Institut universitaire de cardiologie et de pneumologie de 
Québec, Université Laval, Sainte-Foy, Quebec; and the Uni-
versity of Ottawa Heart Institute, Ottawa. These were all spe-
cialized centres, which had existing relationships with nonspe-
cialized centres. We defined a specialized centre as a site with 
cardiac electrophysiology capabilities. We defined a nonspe-
cialized centre as a site that provided cardiology care and 
follow-up but might or might not have had programming 
expertise for implantable cardioverter defibrillators.

We asked the following specific research questions: Is 
remote patient management feasible and generalizable in 

Canadian device follow-up centres? Is remote patient man-
agement safe and effective to perform in Canadian device 
follow-up centres? Is the quality of life of patients improved 
by remote patient management in Canadian device follow-up 
centres? What cost savings to the health care system can be 
achieved through a program of remote patient management? 
Our hypotheses were that remote patient management is feas-
ible and generalizable in Canadian device follow-up centres 
and that, at the pilot stage, it is safe and effective, that quality 
of life remains the same or is improved, and that cost savings 
can be potentially achieved. 

Participants
To be eligible for enrolment, patients had to be 18 years of 
age or older, they had to be able to provide informed consent, 
and they had to have a CIED (cardioverter defibrillator or 
pacemaker) that could be monitored remotely (implanted 
de novo or already in place). Patients with implantable cardio-
verter defibrillators who received shared care at both a spe-
cialized site and a nonspecialized clinic were eligible. We 
approached patients in each of the 5 device clinics consecu-
tively once eligibility was confirmed. 

We excluded patients who were dependent on a pace-
maker, defined as no underlying rhythm greater than 
40 beats/min and no access to a cardiologist or specialist in 
their local community.27 We also excluded patients with pace-
makers who had no access to a smartphone, because the plat-
form for remote monitoring required this technology.  

Intervention
Patients with newly implanted devices were seen in clinic 
within 48 hours after the initial implant procedure and again 
within 3 months after the procedure. Over the 12 months of 
follow-up (the “after” period), no further in-clinic follow-up 
visits were scheduled. Additional follow-up in this period was 
conducted by remote monitoring, which involved transmis-
sion, via landline, cellular or wireless Internet connection, of 
device interrogations, describing device parameters and/or 
device events. These transmissions were delivered to each 
patient’s specialized site for review by a cardiac electrophysi-
ologist. Remote transmissions occurred on a scheduled basis 
every 6 months, with unscheduled transmissions occurring as 
needed. Unscheduled transmissions could be triggered 
actively by the patient or automatically by device-related 
events or parameters outside of programmed ranges. 

Each patient was given a Medtronic CareLink remote 
monitoring system, and appropriate teaching was provided. 
Patient alerts were programmed as per the standard program-
ming used at each participating site. Patients were not 
intended to travel outside of their local community for rou-
tine or unscheduled follow-up, even if device programming 
was required. If programming of an implantable cardioverter 
defibrillator was required, Medtronic Remote View technol-
ogy was used, where approved (Queen Elizabeth II Health 
Sciences Centre, CK Hui Heart Centre and Université 
Laval). With this technology, health care providers at a spe-
cialized site can view the Medtronic programmer screen 
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remotely, review the patient’s information, recommend pro-
gramming changes and communicate these changes to the 
nonspecialized site, all in real time. If programming was 
required for patients receiving care at the other 2 sites (Royal 
Jubilee Hospital or University of Ottawa Heart Institute), the 
patient was to be brought to the specialized site for program-
ming to be performed in person.

Data collection
The research coordinators at each site performed a retrospec-
tive chart review to determine any events that occurred in each 
patient’s “before” period. These research coordinators per-
formed baseline data collection and administered quality-of-
life questionnaires at the time of enrolment. The baseline data 
included eligibility criteria, sex, date of birth, device details, 
cardiac history, medications, and in-clinic and remote device 
interrogations. For the “after” period, the research coordina-
tors completed 12-month follow-up by telephone, including 
documentation of cardiovascular hospitalizations, in-clinic 
device visits and quality-of-life questionnaires (for case report 
forms, see Appendix 1, Part A, available at www.cmajopen.ca/
content/9/1/E53/suppl/DC1). The adjudication committee 
(chair, R.P.; member, J.A.S.) reviewed cardiovascular hospital-
izations, device-related events (ventricular arrhythmias and 
atrial high-rate episodes) and deaths. All adjudications were 
coded as per the case report form (see Appendix 1, Part A). 
The project manager performed data verification on 10% of 
charts (selected at random) to verify accuracy. 

Outcomes
We evaluated the following outcomes: feasibility, defined as 
site implementation of remote patient management (including 
Remote View); patient adherence, defined as at least 1 suc-
cessful remote transmission over the course of the study; 
safety, assessed in terms of occurrence of death, stroke, hospi-
talization for complications related to the device system and 
hospitalization for adverse cardiovascular events;22,23 and 
health care utilization as a before–after comparison. We 
assessed patients’ quality of life28–32 and costs. We also col-
lected data about barriers to each of the elements that con-
tributed to site implementation. Detailed definitions for these 
outcomes are provided in Appendix 1, Parts B and C.

The quality-of-life scales included the Florida Patient 
Acceptance Survey, which measures return to function since 
implantation, device-related distress, positive appraisal of the 
CIED and body image concerns related to having an 
implanted device;30 the Florida Shock Anxiety Scale, which 
measures specific fears of defibrillator shocks and was admin-
istered only to the group with implantable cardioverter defib-
rillators;31,32 and the Medical Outcomes Study 36-item Short 
Form (SF-36).28 We compared quality of life between baseline 
and 12 months.

The analysis of costs to the health care system was based 
on fee codes from the Nova Scotia Medical Services Insurance 
manual.33 Costs associated with scheduled and unscheduled 
in-clinic visits consisted of 2 components: physician fees, 
which varied by type of device, and technician-related costs 

for in-clinic and remote interrogation. We calculated patients’ 
costs according to the distance from the patient’s community 
clinic to the specialized site. The relative cost savings reported 
here represent conservative estimates, because they do not 
include patients’ out-of-pocket expenses and productivity 
losses, for which pertinent data were unavailable. We 
obtained all inpatient costs from the Canadian Institute for 
Health Information patient cost estimator.

Statistical analysis
We used descriptive statistics to summarize the demographic 
and clinical variables. We report continuous variables as 
means with standard deviations (SDs) and categorical variables 
as frequencies with percentages. We used McNemar tests to 
compare paired pre–post data on proportions of patients hav-
ing a particular type of visit. We used the Kaplan–Meier sur-
vival method for a composite end point of death, cardiovascu-
lar hospitalization, device-related hospitalization and stroke. 
We applied mixed-model repeated-measures analy sis to com-
pare health-related quality-of-life variables from baseline to 
12-month follow-up.34 We report changes in quality-of-life 
variables using the least square mean with standard errors. We 
used box-and-whisker plots to show the change in quality-of-
life variables from baseline to 12-month follow-up. We con-
sidered p values less than 0.05 to be significant. We performed 
all analyses with SAS version 9.4 software (SAS Institute Inc).

Cost analysis
We calculated the mean, SD, minimum and maximum cost 
values for patients who had at least 1 encounter. We used a 
generalized linear model, adjusted for age, the square of age 
and sex, to estimate expected total costs. We obtained the 
95% confidence interval (CI) measuring uncertainty around 
each estimate from 1000 bootstrapped replications. We per-
formed a counterfactual analysis based on the assumption that 
patients had to travel to the specialized monitoring clinic at 
least twice a year, in the absence of remote monitoring, keep-
ing all other costs the same. Further details are presented in 
Appendix 1, Part C.

Ethics approval
We obtained ethics approval from the research ethics boards of 
participating centres: Nova Scotia Health Authority Research 
Ethics Board, Halifax; Health Research Ethics Board, Univer-
sity of Alberta, Edmonton; Centre de recherche de l’Institut 
universitaire de cardiologie et de pneumologie de Québec, 
Sainte-Foy; and Ottawa Health Science Network Research 
Ethics Board, Ottawa. Ethics approval was not received from 
the Victoria site; as such, we were unable to use Remote View 
technology at that location, and no data from that site were 
included in the analysis. We obtained informed consent from 
each patient who was enrolled.

Results

Of the 176 patients enrolled, 76 received a pacemaker (of 
whom 25 [33%] had a de novo device), and 100 received an 
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implantable cardioverter defibrillator (of whom 52 [52%] had 
a de novo device) (Table 1, Table 2). Mean follow-up was 
11.7 (SD 2.2) months. Of the 176 patients included in the 
study, 12 patients did not complete 12  month follow-up: 
10 withdrew, 1 was removed from the study, and 1 was lost to 
follow-up (Figure 1). 

A screening log was documented at 1 site, where 260 
patients were approached; of these, a total of 56 (22%) refused 
participation at that site. An additional 59 were excluded for 
other reasons. Results of the screening log are detailed in 
Appendix 1, Part D.  

Safety
The composite end point of death, stroke, cardiovascular hos-
pitalization or device-related hospitalization occurred in 12 
(7%) of the 164 participants who completed the 12-month 
follow-up, counting the first event. Of 6 deaths, 2 were 
cardio vascular (nonarrhythmic), 3 were noncardiovascular, 
and 1 had unknown cause. Other major adverse events during 
the study were 1  stroke, 7 emergency department visits for 
cardiovascular causes, 1 hospital admission for electrical storm 
and 5 cardiovascular hospital admissions.

Implementation and adherence
Three of the 5 sites were able to implement remote program-
ming capability using the Remote View software and satisfy-
ing all requirements for implementation (Appendix 1, Part B). 
For the other 2 sites, institutional privacy policies prevented 
approval for implementation of Remote View software; these 
2 sites were able to implement remote-only follow-up without 
remote programming.  

Of the 176 patients, 153 (87%) were adherent to remote 
monitoring follow-up. Of these, 85 (85%) of the 100 patients 
with a defibrillator and 68 (89%) of the 76 patients with a 
pacemaker had at least 1 remote transmission during the study 
and were considered adherent.

Health care utilization
In total, 99 patients were eligible for the before–after com-
parison: 48 with defibrillators and 51 with pacemakers. 
Among the 48 patients with defibrillators, there was a signifi-
cant reduction in the proportion who had any type of in-clinic 
visit (36 [75%] before v. 21 [44%] after, p < 0.001) (Figure 2), 
which was predominantly due to a significant reduction in 
visits to specialized sites (26 [54%] v. 5 [10%], p < 0.001) 
(Appendix 1, Part E). For the patients with defibrillators, 
there was no change in visits to nonspecialized sites (13 [27%] 
v. 17 [35%], p = 0.3) or in remote transmissions (44 [92%] v. 
43 [90%], p = 0.7) (Figure 2). Among the 51 patients with 
pacemakers, the proportion with in-clinic visits declined (42 
[82%] before v. 10 [20%] after, p < 0.001), and the proportion 
with remote transmissions increased (2 [4%] v. 43 [84%], 
p < 0.001) (Figure 2). Time to the first transmission averaged 
6.8 (SD 3.8) months for patients with pacemakers (n = 56) and 
5.6 (SD 3.2) months for patients with defibrillators (n = 81). 

A total of 100 device visits occurred during the study. Of 
these, 78 involved patients with defibrillators, whose reasons 

for presentation were as follows: shock (n = 6), syncope (n = 
1), alert (n = 4), dyspnea (n = 1), routine (n = 45) and other (n = 
21) (Appendix 1, Part F). The remaining 22 visits involved 
patients with pacemakers for the following reasons: chest pain 
(n = 1), routine (n = 11) and other (n = 10) (Appendix 1, Part 
F). There were 27 device-detected events. A total of 9 patients 

Table 1: Baseline characteristics of patients with pacemakers

Characteristic
No. (%) of patients*

n = 76

Age, yr, mean ± SD 63.4 ± 16.5

Time since implant, yr, mean ± SD 2.7 ± 3.2

Sex, female 28 (37)

Cardiovascular history

    Ischemic heart disease 13 (17)

    Nonischemic heart disease 5 (7)

    Hypertrophic obstructive cardiomyopathy 1 (1)

    Arrhythmogenic right ventricular
    cardiomyopathy

0

    Atrial fibrillation or flutter 28 (37)

    Stroke or transient ischemic attack 3 (4)

    Valvular disease 13 (17)

    Primary electrical disease 7 (9)

Medications

    ACE inhibitor/ARB 17 (22)

    Diuretic 19 (25)

    Antiarrhythmic 4 (5)

    Antiplatelet 23 (30)

    Nitrates 2 (3)

    Oral anticoagulant 21 (28)

    Statin 22(29)

    β-Blocker 24 (32)

    Calcium-channel blocker 13 (17)

    Digoxin 4 (5)

Indication for pacemaker

    AV nodal disease 24 (32)

    Sinus node dysfunction 29 (38)

    Syncope 19 (25)

    Other 4 (5)

Cardiac resynchronization therapy device 1 (1)

No. of implanted leads (active and 
inactive)

    1 11 (14)

    2 62 (82)

    3 3 (4)

    4 0

Note: ACE = angiotensin-converting enzyme, ARB = angiotensin II receptor 
blocker, AV = atrioventricular, SD = standard deviation.
*Except where indicated otherwise.
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with implantable cardioverter defibrillators experienced 
appropriate shocks (n = 5) or antitachycardia pacing (n = 4). 
Episodes of atrial high rate were found in 10 patients, and 
1 patient with a pacemaker experienced a sustained ventricu-
lar arrhythmia that necessitated insertion of a defibrillator. 
We did not observe any negative outcomes relating to imple-
mentation of remote monitoring, with or without remote 
programming.

Remote View technology
In total, 6 Remote View visits were performed during the 
study. Two of these sessions could not be successfully com-
pleted because of technical issues. These 2 patients were man-
aged remotely in conjunction with the nonspecialized site. 
The remaining 4 successful remote visits were conducted for 
the following reasons: 2 for shocks and 2 for early post-
implant interrogations. Each of these visits replaced at least 
200 km of round-trip travel for patients.

Quality of life
The Florida Patient Acceptance Survey did not show any sig-
nificant changes in positive appraisal, return to function or 
body image concern between baseline and 12 months (Appen-
dix 1, Parts G–I). For patients with a defibrillator, the Florida 
Shock Anxiety Scale did not show a significant difference 
between 0 and 12 months (Appendix 1, Parts J and K). The 
SF-36 survey results did not show any clinically significant 
improvement in mental score (Appendix 1, Part L).

Costs
With our cost analysis (Table 3), we estimated that a program 
of remote patient management reduced patient health care 
costs by 31% ($660 [95% CI $642–$679] saved per patient-
year) for patients with implantable cardioverter defibrillators 
and by 44% ($86 [95% CI $86–$87] saved per patient-year) 
for those with pacemakers. Data for patient travel costs sug-
gested a larger proportional saving, with estimated travel costs 
saved of 92% for patients with defibrillators ($358 [95% CI 
$299–$418] per patient-year) and 89% ($8 [95% CI $7–$8] 
saved per patient-year) for patients with pacemakers. These 
estimates do not include societal costs or patient opportunity 
costs arising from travel.

Interpretation

In this study, we found that remote-only follow-up was feas-
ible and reduced health care utilization, with preliminary data 
suggesting that it is safe, effective and generalizable to the 
current Canadian population with CIEDs. However, the 
study failed to show the feasibility of implementing Remote 
View technology in all of the centres that were enrolled in the 
study, given that only 3 of the 5 centres approved its use. The 
barriers to use of Remote View technology related primarily 
to privacy concerns within the institutions where it was to be 
implemented. Nonetheless, remote-only follow-up was asso-
ciated with a reduction in health care utilization, including a 
substantial reduction of in-clinic visits and reduced costs with-
out any signal for lack of safety or reduction in quality of life.

Prior studies have established the benefit of remote 
monitoring in improving CIED outcomes and decreasing 
costs without any signal for increased adverse events.35–38 In 
all of these prior studies, with the exception of COMPAS,35 
remote monitoring was combined with in-clinic visits. The 
REMOTE-CIED study examined the effect of remote-only 
follow-up with a single in-clinic visit, relative to standard 
frequency of in-clinic visits (every 3 mo), and found no 

Table 2:  Baseline characteristics of patients with ICD

Characteristic
No. (%) of patients*

n = 100

Age, yr, mean ± SD 62.5 ± 11.8

Time since implant, yr, mean ± SD 2.0 ± 2.3

Sex, female 29 (29)

Cardiovascular history

    Ischemic heart disease 55 (55)

    Nonischemic heart disease 27 (27)

    Hypertrophic obstructive cardiomyopathy 5 (5)

    Arrhythmogenic right ventricular
    cardiomyopathy

1 (1)

    Atrial fibrillation or flutter 14 (14)

    Stroke or transient ischemic attack 3 (3)

    Valvular disease 2 (2)

    Primary electrical disease 4 (4)

Medications

    ACE inhibitor/ARB 51 (51)

    Diuretic 47 (47)

    Antiarrhythmic 11 (11)

    Antiplatelet 68 (68)

    Nitrates 20 (20)

    Oral anticoagulant 25 (25)

    Statin 68 (68)

    β-Blocker 88 (88)

    Calcium-channel blocker 11 (11)

    Digoxin 4 (4)

Indication for ICD

    Primary prevention 55 (55)

    Secondary prevention 45 (45)

Cardiac resynchronization therapy device 13 (13)

No. of implanted leads (active and 
inactive)

    1 52 (52)

    2 31 (31)

    3 15 (15)

    4 2 (2)

Note: ACE = angiotensin-converting enzyme, ARB = angiotensin II receptor 
blocker, ICD = implantable cardioverter defibrillator, SD = standard deviation.
*Except where indicated otherwise.
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Patients with ICD
n = 100

Withdrew from study
n = 1

Lost to follow-up
n = 1

Withdrew from study
n = 9

ICD protocol
n = 98

Removed from study
n = 1 

PM protocol
n = 66

Patients with PM
n = 76

Figure 1: Patient flow. The total number of patients approached to participate in the pilot study is not available because some 
of the centres did not keep a screening log. Of patients with pacemakers, 1 was removed from the study (because the device 
was replaced with an implantable cardioverter defibrillator), and 9 withdrew from the study for the following reasons: none 
given (n = 3), preferred in-clinic visits or already coming in for other appointments (n = 3), progressing cognitive impairment 
due to Alzheimer disease (n = 1), not comfortable with the technology (n = 1) and unable to be home for delivery of remote 
monitoring paddle (n = 1). Note: ICD = implantable cardioverter defibrillator, PM = pacemaker.
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visits decreased for patients with implantable cardioverter defibrillators (ICDs; n = 48; p < 0.001).
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difference in quality of life.36 The REFORM trial reported 
on 155  patients with primary prevention defibrillators and 
found that yearly in-clinic visits with remote monitoring 
significantly reduced the burden of defibrillator follow-up, 
with no increased signal in safety outcomes.37 In a study of 
1274 patients with pacemakers in Japan, remote-only moni-
toring was noninferior to biannual in-clinic follow-up for a 
composite of death, stroke and cardiovascular events requir-
ing surgery.38 In addition, only 1.4% of remote follow-ups 
triggered an unscheduled in-clinic follow-up, which 
resulted in significant cost savings.38 These studies reported 
findings similar to those of our study; however, we also 
found that no scheduled in-clinic visits outside of a patient’s 
local community were required, which differs from 2 of 
these studies.36,37 

The need to improve care related to device follow-up is 
urgent, given the important impact of such care on patients 
living with these devices. Some patients may not accept 
device therapy if follow-up cannot be arranged within their 
local community. Refusal of defibrillator therapy has been 
associated with increased mortality.39 Geographic barriers to 
attending in-clinic visits exist globally, and improvements in 
remote monitoring can help to overcome these barriers. 
Finally, the burden of remote monitoring on clinical work-
load needs to be relieved by reducing in-clinic visits that may 
be unnecessary. 

The follow-up schedule that is currently part of device 
guidelines is based on earlier models that traditionally were 
less reliable and had few or no automated algorithms to 
ensure functionality and safety. A change in follow-up prac-
tices is warranted to accommodate the increased utilization of 
more recent models of these devices.

In addition, improved communication with patients 
regarding the status of their device as determined through 
remote monitoring is needed. For example, in a survey of 
512 patients with devices, 91% reported that they would like 
to have information on the outcome of their remote monitor-
ing transmissions.26

Limitations
The limitations of our study included the short duration of 
follow-up and the cohort design. Although the study results 
indicated that use of Remote View technology was not feas-
ible, they did show the value and safety of remote-only 
follow-up, without any compromise of quality of life. Privacy 
evaluations at some centres prevented implementation of the 
software. However, given that this software was a small com-
ponent of the study, this limitation does not prevent further 
pursuit of this line of inquiry. 

We compared quality of life at baseline and 12 months, not 
before and after implementation of remote-only monitoring, 
which led to difficulty in ascertaining which factors might be 
affecting quality of life. However, it is important to report and 
measure quality of life in the overall group to ensure that 
remote monitoring alone did not impair patients’ quality of 
life relative to baseline.

The cost analysis in this pilot study has provided only 
preliminary data, and the findings should be interpreted 
with caution. Costs related to device follow-up were consid-
ered from only 1 province (Nova Scotia), and fee structures 
differ among the provinces. Costs were estimated, not mea-
sured directly, so the cost data are likely underestimates. 
More detailed cost analysis would be required to permit a 
more accurate prediction of potential cost savings. How-
ever, our cost findings concur with the results of prior 
studies. In the Effectiveness and Cost of Defibrillator 
Follow-up Schedule with Telecardiology (ECOST) trial, 
the costs were 13% lower in the remote monitoring group 
than in the control group.40 This corresponded to a 
decrease of €257 (95% CI €5–€489, p = 0.004) in costs per 
patient-year, attributable to remote monitoring. In a sys-
tematic review, Health Quality Ontario estimated that a 
publicly funded remote monitoring system would result in 
$14 million savings over the first 5 years.41

Poor acceptance of remote management by patients was an 
important limitation, in that 14% of patients who were 
approached for participation wanted to continue travelling to 

Table 3:  Cost analysis of remote-only monitoring

Device; mean cost, $ (95% CI)

Element of cost Implantable cardioverter defibrillator Pacemaker

Health care

    Actual total costs 1469 (1379–1559) 112 (81–143)

    Counterfactual total costs* 2130 (2044–2215) 199 (167–230)

    Total savings 660 (642–679) 86 (86–87)

Travel

    Actual costs 33 (13–53) 1 (1–2)

    Counterfactual costs* 391 (339–444) 9 (8–10) 

    Cost savings 358 (299–418) 8 (7–8)

Note: CI = confidence interval. 
*Based on the assumption that the patient had to travel to a specialized site for monitoring at least twice a year, in the absence of remote monitoring, and keeping all other 
costs the same.
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the specialized centre for follow-up. This highlights the 
importance to patients of continued access to specialized care 
and the need to ensure that they are able to communicate 
with these centres, even if they are being followed through 
remote monitoring. 

A larger study incorporating and building upon these find-
ings may provide the necessary evidence that remote-only 
follow-up is patient-centred but also the optimal method to 
provide excellent device care. The Cardiac Arrhythmia Net-
work has incorporated these findings, to create a virtual solu-
tion to these problems, as an enhancement to currently estab-
lished remote monitoring practices. This solution is currently 
begin tested as part of 2 ongoing clinical trials.42,43

Transmission reports were reviewed as per clinical practice 
at each centre; this review was independent of the study inves-
tigators. However, there was overlap between the cardiac 
electrophysiologists at the participating centres and the 
adjudi cation committee. 

Conclusion
A follow-up strategy involving only remote monitoring was 
found to be feasible, safe and effective, with potential cost sav-
ings for patients with CIEDs, without detrimental effects on 
quality of life. Privacy policies remain a hurdle to the imple-
mentation of Remote View software, in conjunction with 
remote monitoring of devices. Further research to optimize 
expansion of this approach to follow-up could result in a major 
shift in remote monitoring in CIED care, with reduced costs 
to the health care system and increased patient convenience.
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